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which  many  measurement  systems  are  introduced.  Among  these,  wearable  devices  have 
substantial biomedical applications, primarily since they can be implemented both in indoor and 
outdoor  applications.  In  this  study,  a  Trunk Motion  System  (TMS)  using  printed  Body‐Worn 





system)  were  used  to  calibrate  the  TMS.  Three  healthy  participants  with  different  physical 
characteristics participated in the calibration tests. Seven different tasks (each repeated three times) 
were performed, involving five planar, and two multiplanar movements. Results showed that the 
accuracy  of TMS  system was  less  than  1.0°,  0.8°,  0.6°,  0.8°,  0.9°,  and  1.3°  for  flexion/extension, 
left/right  lateral  bending,  left/right  axial  rotation,  and  multi‐planar  motions,  respectively.  In 
addition, the accuracy of TMS for the identified movement was less than 2.7°. TMS, developed to 
monitor  and  measure  the  trunk  orientations,  can  have  diverse  applications  in  clinical, 




























IMU,  an  electronic device based on microelectromechanical  systems  (MEMS),  consists of  an 
accelerometer,  a  gyroscope,  and  an  optional magnetometer  [9,13–16].  It  can  be  placed  on  body 
segments of  interest, and capture segment kinematics  (e.g., 3D acceleration, angular velocity, and 
angular  orientations)  in  a  body‐fixed  reference  frame.  For  accurate  and  drift‐free measurement, 
several  fusion algorithms have been  reported,  such as  the Kalman  filter,  combining  the different 






electroencephalograms,  and plethysmography  [10,20–26]. Wearable devices  in  clothing have  also 













BWSs are used  to quantify  the  strain  in  textile by measuring  the  resistance changes  in nano 
electroactive conducting polymer between the two ends of BWS [29]. Working as a potentiometer, 
the  resistance  range was between 2 kΩ and 70 kΩ,  linearly corresponded  to no  tension and 50% 
maximum elongation, respectively. The size of BWS was 20 × 40 mm, and its performance was not 
affected by humidity  [29]. Details about manufacturing  the BWS can be obtained  from our recent 




the  BWS  to  connect  the  sensor  to  wires.  These  connectors  are  small  and  easily  installable.  A 







shirt  could  show  the direction of  largest  stretches  in different movements,  from which  the most 
proper BWS  locations  could be determined. To  achieve  this goal, ninety  spherical markers were 













microcontroller  unit  controlled  the  conversion  operation  as  well  as  a  data  transmission  to  a 











example, many  scientists have used  accelerometers  for behavior monitoring  in diverse  segments   
of  the body  including  the hip, wrist,  chest, ankle  [30–32]. However,  they  could not  find  the best 






usually  measured  or  classified  the  simple  body  movements.  However,  complex  joints  and 
segments  such  as  trunk  and  shoulder  as  well  as  human  activity  recognition  need  a  more   
accurate  method  to  determine  the  number  and  placement  of  textile  sensors  [45].  Furthermore, 
Mattmann et al. [28] developed a shirt and arranged the markers on it, then used a motion tracking 




possible  trunk motions. We  used  a  combination  of  the  three methods mentioned‐above. Ninety 
spherical markers were attached to a stretchable shirt [28]. Wearing this shirt, a healthy participant 
performed  32  different  trunk  and  shoulder  movements  (Figure  4)  similar  to  the  study  of   
Mattmann et al.  [27], which covered all possible upper body movements. Captured pictures by a 
photo camera were analyzed qualitatively and compared to the natural posture. In fact, the path of 






Figure  4.  Thirty‐two  different  trunk  and  shoulder  movements  used  to  determine  the  sensor 
placement  configuration. The pictures were  compared  to  the natural posture.  In  fact,  the path of 





































Amount  50%  400 (mm/min)  2%  8%  7%  11% 






of motion  capture  system  and  BWSs were  100 Hz.  Before  performing  the  tests,  retro‐reflective 




system on  each. The  local  coordinate  system of pelvis was  reconstructed using ASISs  and PSISs 
based  on  coda  pelvis model. Midpoint  of  C7  and  SJN  was  considered  as  the  thorax  segment 
proximal  joint;  the midpoint  between  XP  and midpoint  between  SCAPs was  considered  as  the 
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thorax  segment  distal  joint.  This  coordinate  is  consistent with  ISB  recommendations  [46]. Three 













marker  coordinates  in different  test  conditions. Three‐dimensional  kinematics  (flexion‐extension, 







trunk  angles  from  TMS,  the  raw  BWSs’  signals were  fused  and mapped  to  the  outputs  of  the 
Qualisys motion capture system using a two‐layer feed‐forward artificial neural network. The raw 
























and  testing phases. For  training each network, 70% of  the netwrok’s corresponding data samples 
were  randomly  selected  and  implemented  in  the  network  as  the  training  phase. 
Levenberg‐Marquardt  based  error  backpropagation  (EBP)  algorithm  [48] was  used  for  updating 
weights and sigmoid activation  function  (for both hidden and output  layers). The EBP algorithm 
that we used is an appropriate choice for training small and medium artificial neural networks [48]. 








Table  2  indicates  the  outcome  of  network  training  (i.e.,  the  number  of  inputs/outputs,  the 
number  of  neurons  for  data  fusion;  the  number  of  samples  for  training,  validation,  and  test 
performance;  root mean  square  error  (RMSE);  and  correlation  coefficient)  for planar movements 
including  flexion/extension,  left/right  lateral  bending,  and  left/right  axial  rotations.  We  tried 
different  networks with  various  numbers  of  neurons  in  our  classification  algorithm,  in  order  to 
achieve the best accuracy of network performance, then selected the most accurate one. Meanwhile, 
accuracy was defined as the root mean square error between the predicted and real outputs. 
An  illustrative  sample  output  of  the  12  BWSs  including  ten  cycles  of  flexion/extension 
movement is illustrated in Figure 9. Using potentiometer, all sensors’ signals were adjusted to start 
from  one  volt.  For  this  periodic  movement,  only  some  sensors  were  stretched  and  produced   
periodic signal. 
Table 2. The outcome of network training for planar movements. 
Test  Input  Output Neuron Samples RMSE 1  R 2 
Flexion/Extension  12  1  40 
Training  1750  0.65  0.998 
Validation  375  1.14  0.994 
Test  375  1.01  0.995 
Lateral bending (left)  12  1  40 
Training  1750  0.46  0.999 
Validation  375  1.06  0.997 
Test  375  0.80  0.998 
Lateral bending (right)  12  1  40 
Training  1750  0.35  0.999 
Validation  375  0.65  0.998 
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Test  375  0.56  0.999 
Axial rotation (left)  12  1  40 
Training  1750  0.85  0.999 
Validation  375  0.61  0.999 
Test  375  0.82  0.999 
Axial rotation (right)  12  1  40 
Training  1750  0.40  0.999 
Validation  375  0.79  0.998 
Test  375  0.87  0.998 
1 Root mean square error; 2 Correlation coefficient. 
 






Table  3.  The  results  of  network  training  for  the  multiplanar  movements  performed  by  each 
participant. The outcome of network training for planar movements. 





Training  874  0.05  0.999 
Validation  188  0.37  0.999 





Training  700  0.24  0.999 
Validation  150  0.38  0.999 





Training  688  0.06  0.999 
Validation  148  0.14  0.999 





Training  1050  0.22  0.999 
Validation  225  0.39  0.998 





Training  1750  0.72  0.999 
Validation  375  1.23  0.997 





Training  1750  0.35  0.999 
Validation  375  0.57  0.999 


















Table 4. The results of  the accuracy  for TMS by all movements  including planar and multiplanar 
movements  as  performed  by  each  participant.  The  outcome  of  network  training  for  planar 
movements. 
Test  Input  Output  Neuron Sample RMSE 1  R 2
Participant 1  12  3  60 
Training  10324  2.67  0.979 
Validation  2213  2.97  0.976 
Test  2213  2.8  0.977 
Participant 2  12  3  60 
Training  8738  4.14  0.973 
Validation  1873  4.51  0.970 
Test  1873  4.54  0.968 
Participant 3  12  3  45 
Training  11024  5.94  0.938 
Validation  2363  6.22  0.933 

















In  this  study,  a  trunk motion  system  (TMS)  using  printed  body worn  sensors  (BWS) was 




analyses  of  this pictures,  the position  and  elongation direction  of  each  sensor were determined. 
Results of this experiment were compatible to the outcome reported by Mattmann et al. [28], where 





Therefore,  we  may  not  conclude  that  the  placement  and  number  of  sensors  are  optimal. 


























It  is  notable  that  other  systems  such  as  inertial measurement  units  [17,18] may  accurately 
measure the orientation during dynamic motions. However, they may not be utilized in widespread 
applications,  since  environmental  conditions  such  magnetic  fields  can  adversely  affect  their 
performance. Further, the attachment of external sensing elements on the body (e.g., IMU) may have 
some  limitations  for  some  application.  First,  the  rigid  object  on  the  garment may  decrease  the 
comfortability and restrict the activities of daily life. Second, electronics components on the garment 
may not be washable. Third, the size and weight of the external objects may alter the usability of the 
product. Finally, attaching external devices changes  the appearance of  the garment, and  this may 
offend wearers especially for patients with assistive or monitoring devices. The comparison between 
the TMS and  inertial measurement unit  (IMU) demonstrated a better usability  for TMS system  in 
some applications (Table 5). 
Table 5. Comparison between IMU and TMS. 
  Sensitivity to Ferromagnetic Objects Weight of System Sensor’s Dimension
IMU [18,54]  Yes  1.9 kg  38 × 53 × 21 mm 
TMS  No  ≤200 g  20 × 40 mm 
One of the limitations of this study is the movement between the clothing and the skin of the 
human body. The calibration process with more  repetitions of  the  tests may help  to address  this 
concern, especially since neural network algorithm (that used to train the network) utilized the data 
from  calibration  process  that  also  included  similar  errors. We  also modeled  the  trunk  as  one 




have  to  cut  the  fabric,  the  response  of  textile  sensors  could  have  been  changed,  which  could 
adversely affect  the  reliability of  the  results. Another  limitation  is  related  to  several wires which 







between different  conditions  such  as healthy  and disable movements, or novice  and  expert  task 
accomplishment in different environments can be examined. 
Among  the advantages of TMS  is  the error  compensation  in Yaw direction of an  IMU. This 








military,  and  aerospace  [56].  Our  long‐term  goal  is  to  investigate  the  accuracy  of  the  TMS  in 
activities  of  daily  life,  healthcare,  and  occupational  scenarios.  For  these  purposes,  lab‐based 







measurement  system.  The  results  showed  that  the  movements  were  measured  with  accuracy 
ranging from 0.5° to 1° for planar movements and 2.7° for multiplanar movements. High accuracy of 
the  TMS  along  with  its  lightweight  enables  it  to  properly  monitor  and  measure  the  trunk 
orientations.  TMS  can  have  several  applications,  for  example  in  clinical,  biomechanical,  and 
ergonomic studies to prevent injuries and monitor the intervention efficiency. 
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